NUCLEAR INSTRUMENTS & METHODS IN PHYSICS RESEARCH

Section A: accelerators, spectrometers, detectors and associated equipment

Editors:
William Barletta
(Coordinating Editor)
Robert Klanner
Peter Krížan
Fulvio Parmigiani
Fabio Sauli
David Weber

Founding Editor - Kai Siegbahn

VC2013 Vienna Conference on Instrumentation 2013
G. Badurek, T. Bergesov, M. Drgasiewicz, M. Friedl,
J. Hradez, R. Jelínek, M. Krammer

http://www.elsevier.com/locate/NIMA

This article appeared in a journal published by Elsevier. The attached copy is furnished to the author for internal non-commercial research and education use, including for instruction at the authors institution and sharing with colleagues.

Other uses, including reproduction and distribution, or selling or licensing copies, or posting to personal, institutional or third party websites are prohibited.

In most cases authors are permitted to post their version of the article (e.g. in Word or Tex form) to their personal website or institutional repository. Authors requiring further information regarding Elsevier’s archiving and manuscript policies are encouraged to visit:

http://www.elsevier.com/authorsrights
A new CVD diamond mosaic-detector for (n, α) cross-section measurements at the n_TOF experiment at CERN

1. Introduction

1.1. The n_TOF Facility at CERN

The neutron time-of-flight facility n_TOF at CERN [1] is devoted mainly to the measurement of neutron induced cross-sections. Neutrons are produced in a lead spallation target and moderated in a borated water-layer surrounding this target. The protons impinging on the target, provided by the CERN Proton Synchrotron (PS), have a momentum of 20 GeV/c and an intensity of $7 \times 10^{12}$ protons/pulse. This provides a high instantaneous neutron fluence over a wide neutron energy ($E_n$) range, namely from thermal energies to GeV.

Background photons are produced during spallation (prompt $\gamma = \gamma$-flash) as well as during neutron moderation (delayed $\gamma = \text{in-beam} \gamma$-background) and arrive together with the neutron beam at the measuring station. In Fig. 1 the arrival time of photons and neutrons at the measuring station and the corresponding $E_n$ are shown. All charged particles produced during the spallation process are removed from the beam via a sweeping magnet in the beam line.

The measuring station is located 185 m downstream of the target. Due to the long flight path, $E_n$ can be determined via the time-of-flight technique with a very good energy resolution ($\Delta E_n / E_n = 3.2 \times 10^{-4}$ for $E_n = 1$ eV).

During the last 3 years, the experimental program at n_TOF has been extended to neutron-induced charged-particle ($n,x$) reaction measurements, with focus on ($n,\alpha$) measurements. In this context, an innovative and very competitive detector has been developed for this purpose.

1.2. The task – ($n, \alpha$) cross-section measurements

The experimental challenges for ($n,\alpha$) cross-section measurements are the following:

1. ($n,\alpha$) reactions often feature small cross-sections.
2. Thin samples are mandatory for low $\alpha$–absorption and low $\alpha$–energy loss in the sample.
3. The measurements should be performed under vacuum to minimize the $\alpha$–energy loss on the way to the detector.

To maximize the angular coverage and the yield, the detector is to be placed in the neutron beam in close proximity to the sample, see Fig. 2, and the size of the detector should be matched to the sample or the neutron beam-size respectively.

With such an experimental setup the background to be considered is caused by the in-beam $\gamma$–background as well as neutron-induced reactions in the detector and structural materials. This background may become significant and thus needs to be determined carefully during dedicated measurements. Therefore the samples have to be easily exchangeable, which calls for a compact detector-design.

To obtain optimal background rejection the following is required:

1. High resolution $\alpha$–spectroscopy, so that different reactions can be identified according to the corresponding Q-value. This can be achieved by using a solid-state detector with low capacitance and a detector material which does not induce noise at room temperature.
2. Low-Z material: This ensures a low interaction probability of $\gamma$–rays with the detector. In addition, ($n,x$) reactions in the detector material start at higher $E_n$.
3. Minimized material budget: The thickness of the detector has to be adjusted to the range of the $\alpha$–particles in the detector. The backing layer should be as thin as possible.

To ensure that these criteria were fulfilled, single-crystal chemical vapor deposition (sCVD) diamond ($Z=6$) was chosen as a detector material.

2. The Diamond Mosaic-Detector

A close-up picture of the Diamond Mosaic-Detector can be seen in Fig. 3. For the cross-section measurement, the sample, a thin foil with a deposit of the isotope of interest, is positioned via the pin above the mosaic and pressed against the printed circuit board (PCB) with metallic clamps.

The mosaic consists of 8 sCVD diamond diodes and one diamond-on-Iridium (DOI) diode [2,3], each 150 $\mu$m in thickness and approximately 4 mm $\times$ 4 mm in size. The thickness of the diodes was chosen for spectroscopic measurements of $\alpha$ particles up to 20 MeV energy.

The diodes are metallized with 200 nm Al. On the front side of the diodes (seen in the picture) the metallization was left up to the edges of the diodes. On the reverse side of each diode an electrode of 3.8 mm $\times$ 3.8 mm was produced using negative photolithography.

An additional 500 $\mu$m thick sCVD diamond, metallized with Ti–Pt–Au, and a 100 $\mu$m thick Si diode can be seen in the picture. These two diodes were used for background measurements, which are not covered in this paper.

The diodes are glued and wire-bonded on a 0.5 mm gold-plated PCB and interconnected on the grounded front side of the detector.
The high voltage (HV = 1 V/μm) is individually applied to each diode from the read-out (back) side. 50 Ω MMIC connectors terminate the read-out lines. The capacitance of the mosaic channels is of the order of 10 pF. However, during measurements under vacuum, the capacitance was of the order of 35 pF, due to 20 cm long SMA cables and connectors inside the vacuum chamber.

At the rear of the detector-PCB an additional 0.5 mm copper-plated PCB is positioned for shielding purposes. At the front of the detector-PCB, a 1 mm copper-plated PCB with an opening for the diodes is positioned as a spacer between the sample and the diodes. The neutron beam at n_TOF does not exceed the size of this opening, leaving the diodes and 1 mm of metallized PCB material in the beam. The thickness and design of the PCB plates were chosen as a reasonable compromise considering a minimum capacitance for each channel, a 50 Ω read-out line and a minimum material budget.

The PCB sandwich-structure and the full metallization on the grounded front side of the diodes provides shielding up to 2 GHz RF frequency.

3. Dedicated electronics

The CIVIDEC Cx spectroscopic shaping amplifiers [4] were used for the measurements. The circuit diagram for the measurement is illustrated in Fig. 4. The Cx amplifiers provide a Gaussian pulse shape with 180 ns shaping time and 80 ns rise time. The gain of the amplifiers was set to 8.2 mV/fC, being optimized for a total energy deposition in diamond of 20 MeV. The signal-to-noise ratio per MeV (SNR/MeV) as a function of the input capacitance of the amplifiers is illustrated in Fig. 5. For 35 pF one finds a SNR/MeV of 40 (corresponding to the experimental setup). The energy resolution for the setup is limited to FWHM = 50 keV and the corresponding time resolution is 2 ns/MeV, considering the rise time of the amplifiers.

4. Energy calibration

The detector was calibrated with a multiple α-source (148Gd, 239Pu, 241Am, 244Cm), placing the uncollimated source at 1 mm distance from the detector in vacuum (p ≤ 1 × 10⁻⁴ mbar). A FLUKA simulation [5,6] was performed for this setup to obtain the expected energy-spectra.

The recorded spectrum with one of the diodes in comparison with the FLUKA simulations is illustrated in Fig. 6. The energy resolution meets the expectations from the simulations with FWHM < 70 keV at the 244Cm α-peak, i.e. ΔE/E < 1.2% at 5.8 MeV.
5. $^{59}\text{Ni}(n, \alpha)^{56}\text{Fe}$ cross-section measurement

The Diamond Mosaic-Detector was used at n_TOF in 2012 for a cross-section measurement of the $^{59}\text{Ni}(n, \alpha)^{56}\text{Fe}$ reaction [7]. The sample consisted of a 25 μm Pt backing-foil on which 100 nm $^{59}\text{Ni}$ (cross-section measurement) was electro-plated, followed by a 400 nm layer of $^{6}\text{LiF}$ (neutron fluence measurement), with a diameter of 15 mm [8].

Apart from the measurement of the sample, the following auxiliary measurements were performed:

1. Background from the Diamond Mosaic-Detector, see Fig. 7. At low neutron energies, γ-rays from capture reactions in the surrounding materials, especially in $^{109}\text{Ag}$ (glue for diodes), can be seen together with the in-beam γ-background, see also Fig. 1. At about 200 keV, the elastic scattering of neutrons on $^{12}\text{C}$ begins to be visible. At neutron energies above 6 MeV, the background is dominated by inelastic nuclear reactions on $^{12}\text{C}$.

2. Background from the Pt foil.

3. Background from the radioactive decay of $^{59}\text{Ni}$, which disintegrates with $t_{1/2} = 76 \pm 5$ kyr into $^{59}\text{Co}$ via e–-capture, producing predominantly 7 keV X-rays. No signals were recorded during this measurement, as expected for SNR/MeV = 40.

The data recorded with one of the diodes during the measurement of the sample can be seen in Fig. 8. The signals in the region labeled $^{59}\text{Ni}(n, \alpha)^{56}\text{Fe}$ correspond to the α particles of this reaction.

The dominant resonance at 203 eV is clearly visible. The region labeled $^{6}\text{Li}(n, \alpha)^{4}\text{He}$ corresponds to the α particles of this reaction. The signals below this region correspond to the α particles of the $^{6}\text{Li}(n, \alpha)^{3}\text{H}$ reaction, followed by the background signals from the detector and the Pt foil in the beam.

The cuts indicated in Fig. 8 are used for the selection of data for the cross-section and neutron fluence measurement, and the detection efficiency corresponding to these cuts is calculated by fitting the peaks in the particle spectra (projection on the γ-axis). The preliminary results for this measurement [7] are very promising and show that an accurate and clean $(n, \alpha)$ cross-section measurement can be performed with this detection system.

6. Conclusions

The novel Diamond Mosaic-Detector has been developed for $(n, \alpha)$ cross-section measurements at n_TOF. The characteristics of the detector and the dedicated electronics were presented, together with results from the calibration with a α-source and the $^{59}\text{Ni}(n, \alpha)^{56}\text{Fe}$ cross-section measurement, which was performed at n_TOF in 2012.

The scVD diamond material has proven to be suitable for $(n, \alpha)$ cross-section measurements in a heterogeneous beam, where
background rejection is indispensable. The experimental data recorded with a $^{59}$Ni + $^6$Li sample in the n_TOF neutron beam show a clear separation of the reaction products, see Fig. 8.

The large-area, RF-tight Diamond Mosaic-Detector allowed a stable, spectroscopic measurement with an energy resolution of < 70 keV, in combination with the CIVIDECKx Shaping Amplifiers, see Fig. 6.

Acknowledgments

We are grateful to CIVIDECK Instrumentation GmbH, Vienna, Austria, for sponsorship. We acknowledge the contribution of C. Chery, R. De Oliveira, G. Ehrlich-Joop, D. Grenier, B. Hallgren, I. McGill, A. Mongelluzzo, H. Pernegger, M. Pomorski, P. Riedler and M. Schreck.

References